STANDARD SCOPE PROBE 4500 SERIES 


e RUGGED TIP (.055" DIAMETER) 

e 3 POSITION SWITCH-1X, REF., 10X $39 

e REMOVABLE GROUND 

e USE WITH ALL SCOPES 100 MHz MODEL SHOWN 
e MADE IN U.S.A. 


THE 4500 SERIES STANDARD PROBE INCORPORATES A RUGGED DESIGN 
AND HAS A HEAVY DUTY TIP. THIS DURABLE CONSTRUCTION IS IDEAL FOR 
PRODUCTION TEST, EDUCATIONAL, INDUSTRIAL LAB AND FIELD APPLICA- 
TIONS WHERE PROLONGED RUGGED USE IS COMMON. 

The model 4501 switched probe combines the advantages of a high sensitivity 1:1 
probe and a low capacitance wide bandwidth 10:1 probe. A finger tip, three position 
switch allows for quick changes between 1:1, 10:1 and reference ground. A small 
adjustment screw permits the probe to be “capacitance trimmed” to any oscilloscope. 
As an added convenience, the standard 6" ground lead may be removed from the side 
of the probe and replaced with an optional 3" or 12" ground lead. 


PROBE 
(EEE, MASTER® 


STANDARD ACCESSORIES-(Included With Probe)-PM4555SH Sprung Hook 

$4.50, PM4553TT Trimmer Tool $1.00, PM4551TI Tip Insulator $.60, PM4550IT 

1.C. Test Tip $.60, PM4561GL 6" Gnd. Lead $3.25, PM4580SP Storage Pouch 
1 $.70. 


4500 SERIES 


OPTIONAL ACCESSORIES 


REF P/N ITEM PRICE REF P/N ITEM PRICE 
B 4557MH MicroHook1.7" $3.90 J 4573ET ExtenderTip 4" $4.25 
H 4556PH PincerHook.2" 4.25 D 4572PH ProbeHolder 1.00 
F 4558PH PicoHookBlk. 1" 3.90 K 4552BA BNC Adapter 2.50 
G 4565WG WireWrapGround 3.50 A 4570AT AlligatorTip 3.75 
C 4563GL 12"GroundLead 3.50 E 4564WT WireWrapTip 3.75 
I 4571CM ChannelMarkers 1.00 L 4583HG HighFreq.Gnd. 5.00 
PM4573EK (CONSISTS OF ALL OPTIONAL ACCESSORIES) $28.50 
@ TO ORDER CALL TOLL FREE (800) 772-1519 
PROBE SELECTION CHART (STANDARD ACCESSORIES INCLUDED) 


LENGTH CES Miz RISE TIME poarees DC | READOUT 
MODEL | ATTEN. | FT. MAX. | AVAILABLE | PRICE 
a ais 
Tec ab 10/200 feted 1/10 | 500V $43.00 


1X/R/10X 
1X/R/10X 


4503-2 Pape 

4504-2 es 
10X 

4505-2 FIXED 200 
10X 

4510-2 FIXED 
100X 
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THE GOLD PROBE . 4900 SERIES 


RA OPTION 


~ 
ae 


*NEW “CONVERT-A-TIP” 


LOW RESISTANCE GOLD CONTACTS $44 


e NEW CONVERT-A-TIP (2 SIZES) 150 MHz MODEL SHOWN 
e 9 OPTIONAL ACCESSORIES 

e USE WITH ALL SCOPES ¢ MADE IN U.S.A. 

READOUT ACTUATOR OPTION (10X & SWITCHABLES) 


* TIPS .055" & .030" INTERCHANGEABLE 


PROBE MASTERpbrings you the “ultimate connection’ in oscilloscope probe and acces- 
sory technology, the 4900 series Gold Probe. Incorporating a new “slim design” and a 
host of versatile accessories, this subminiature Gold Probe allows you to reach the most 
difficult test points in today’s highly complex circuitry. 

WHY THE GOLD? The gold plated Probe Tip, Sprung Hook, Ground Lead, 
Alligator Tip, BNC and all other critical interconnect points within the Gold Probe, pro- 
vide excellent contacts for probing low level analog signals and high speed digital data. 
Gold plated contacts are known to improve the characteristics of low thermal EMF, fast 
rise time and low capacitance wave shapes. Gold is the superior connection for quality 
probes and accessories, and your answer to obtaining guaranteed signal reproduction. 


STANDARD ACCESSORIES-(Included With Probe)-PM4981ST Std. Tip .055" 

$3.75, PM4982MT Micro Tip .030" $3.75, PM4955SH Sprung Hook $4.50, 

PM4952BA BNC Adapter $2.50, PM4953TT Trimmer Tool $1.00, PM4951T1 Tip 

Insulator $.60, PM4950IT I.C. Test Tip $.60, PM4971CM Channel Markers $1.00, 

PM4972PH Probe Holder $1.00, PM4961GL 6" Gnd. Lead $3.25, PM4980SP 
3 Storage Pouch $.70 


OPTIONAL ACCESSORIES 


® TO ORDER CALL TOLL FREE (800) 772-1519 


REF 


rHoonn,yYp 


The Readout Actuator (RA) switches the readout on Tek 


P/N ITEM 

4970AT Alligator Tip 
4964WT Wire WrapTip 
4957MH MicroHook 
4956PH  PincerHook 
4958PH PicoHookBlack 
4965WG Wire Wrap Gnd. 


REF 
C 

I 

E 


P/N 

4963GL 
4973ET 
4983HG 
4974EK 


4900 SERIES 


ITEM PRICE 
12"GroundLead $3.50 
Extender Tip 4.25 
High Freq. Gnd. 5.00 
Engineers Kit 25.00 


(Consists of all Optional Accessories) 


Models 465, 475 & 


7000 series scopes. It is permanently attached at the factory, is an option for 10X 


Probes and now for the first, offered on switchable probes. 


PROBE SELECTION CH 


ART 


(STANDARD ACCESSORIES INCLUDED) 


LENGTH | BW MHz] RISE TIME ipo DC | READOU 
MODEL} ATTEN. > M. | AT-3DB ns MQ | MAX. AVAILABLE PRICE 


SWITCHED se 


10/150 
10/150 
5/125 
5/125 


10/250 


FIXED 
1X 


FIXED 
10X 


FIXED 
10X 


| FIXED 10x 


FIXED 100X | 5 
* FOR READOUT PROBES ADD $12.00 FOR 10X PROBES AND $20.00 FOR SWITCHABLE PROBES. 
(ADD RA TO PART NUMBER, EXAMPLE 4901-2 RA) 


FIELD SERVICE KIT 4900K SERIES 


RA OPTION 


*NEW “CONVERT-A-TIP” 
e THE ULTIMATE PROBE KIT 
e 18 ACCESSORIES INCLUDED 
e DESIGNED FOR ENGINEERING, FIELD. SERVICE, 69 
COMPUTER SERVICE 
e MADE IN U.S.A. 


WHY THE GOLD? The gold plated Probe Tip, Sprung Hook, Ground Lead, Alligator 
Tip, BNC and all other critical interconnect points within the Gold Probe, provide 
excellent contacts for probing low level analog signals and high speed digital data. 
Gold plated contacts are known to improve the characteristics of low thermal EMF, fast 
rise time and low capacitance wave shapes. Gold is the superior connection for quality 
probes and accessories, and your answer to obtaining guaranteed signal reproduc- 


*TIPS INTERCHANGEABLE! 


STANDARD ACCESSORIES-(Included With Probe)-PM4981ST Std. Tip .055" 
$3.75, PM4982MT Micro Tip .030" $3.75, PM4955SH Sprung Hook $4.50, PM4952BA 
BNC Adapter $2.50, PM4953TT Trimmer Tool $1.00, PM4951TI Tip Insulator $.60, 
PM4950IT |.C. Test Tip $.60, PM4971CM Channel Markers $1.00, PM4972PH Probe 
Holder $1.00, PM4961GL 6" Gnd. Lead $3.25, PM4980SP Storage Pouch $.70, 
PM4970AT Alligator Tip $3.75, PM4964WT Wire Wrap Tip $3.75, PM4957MH Micro 
Hook $3.90, PM4956PH Pincer Hook $4.25, PM 4958PH Pico Hook $3.90, PM4965WG 
Wire Wrap Gnd. $3.50, PM4963GL 12” Gnd. Lead $3.50, PM4973ET Extender Tip 

5 $4.25 PM4983HG High Freq. Gnd. $5.00. 


150 MHz KIT SHOWN 


TYPICAL INTERCONNECTIONS 4900K SERIES 


poosnenfenaaony 


18 PIECE KIT 


THIS FIELD SERVICE KIT is a lightweight, rugged oscilloscope probe to be used with 
all types of oscilloscopes. Never before has the industry offered a complete kit with the 
many accessories included in this series. This UNIQUE Probe Kit includes the probe, 
a storage pouch and 18 accessories, plus a set of snap-on channel identification 
markers, (various colors). You can master the most difficult servicing or design prob- 
lems by simply connecting the correct accessory to the probe. Reduce the possibility 
of shorting out expensive components because of oversized accessories from an old 
fashioned probe kit. 

The Readout Actuator (RA) switches the ceadout on Tek Models 465, 475 & 
7000 series scopes. It is permanently attached at the factory, is an option for 10X 
Probes and now for the first, offered on switchable probes. 


PROBE SELECTION CHART (STANDARD ACCESSORIES INCLUDED) 


BW MHz] RISE TIME | LOADING READOUT 
AT-3DB pF MQ AVAILABLE 


10/150 
SWITCHED 10/150 

1X/R/10X : 5/125 
5/125 


10/250 
SWITCHED | 5 : 10/250 

1X/R/10X 5/200 
5/150 


} 38 
FIXED 30 


1X : 26 
22 


150 
FIXED 150 
10X i 125 
100 
250 
FIXED 250 
10X : 200 
150 
FIXED 10X | 300 

4910-2 | FIXED 100X : 200 
* FOR READOUT PROBES ADD $12.00 FOR 10X PROBES AND $20.00 FOR SWITCHABLE PROBES. 

(ADD RA TO PART NUMBER, EXAMPLE 4901-—2K RA) 


FIELD SERVICE KIT 5100K SERIES 


RA OPTION 


*NEW “CONVERT-A-TIP” 


¢ THE ULTIMATE PROBE KIT 
e MADE IN U.S.A. $75 
¢ 18 ACCESSORIES INCLUDED a 


e DESIGNED FOR ENGINEERING, 
FIELD SERVICE, COMPUTER SERVICE 


WHY THE GOLD? The gold plated Probe Tip, Sprung Hook, Ground Lead, Alligator 
Tip, BNC and all other critical interconnect points within the Gold Probe, provide 
excellent contacts for probing low level analog signals and high speed digital data. 
Gold plated contacts are known to improve the characteristics of low thermal EMF, fast 
rise time and low capacitance wave shapes. Gold is the superior connection for quality 
probes and accessories, and your answer to obtaining guaranteed signal reproduc- 


ton. *TIPS INTERCHANGEABLE! 


STANDARD ACCESSORIES-(Included With Probe)-PM5181ST Std. Tip .055" $3.75, 
PM5182MT Micro Tip .030" $3.75, PM5155SH Sprung Hook $4.50, PM5152BA BNC 
Adapter $2.50, PM5153TT Trimmer Tool $1.00, PM5151T! Tip Insulator $.60, PM5150IT 
1.C. Test Tip $.60, PM5171CM Channel Markers $1.00, PM5172PH Probe Holder 
$1.00, PM5161GL 6" Gnd. Lead $3.25, PM5180SP Storage Pouch $.70, PM5170AT 
Alligator Tip $3.75, PM5164WT Wire Wrap Tip $3.75, PM5157MH Micro Hook $3.90, 
PM5156PH Pincer Hook $4.25, PM5158PH Pico Hook $3.90, PM5165WG Wire Wrap 
Gnd. $3.50, PM5163GL 12" Gnd. Lead $3.50, PM5173ET Extender Tip $4.25 
7 PM5183HG High Freq. Gnd. $5.00. 


annie PROBE 
(A, MASTER® 5100K SERIES 
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TYPICAL INTERCONNECTIONS 


350MHz 18 PIECE KIT 


THIS FIELD SERVICE KIT is a lightweight, rugged oscilloscope probe to be used with 
all types of oscilloscopes. Never before has the industry offered a complete kit with the 
many accessories included in this series. This UNIQUE Probe Kit includes the probe, 
a storage pouch and 18 accessories, plus a set of snap-on channel identification 
markers, (various colors). You can master the most difficult servicing or design 
problems by simply connecting the correct accessory to the probe. Reduce the 
possibility of shorting out expensive components because of oversized accessories 
from an old fashioned probe kit. 


@ TO ORDER CALL TOLL FREE (800) 772-1519 


The Readout Actuator (RA) switches the readout on Tek Models 465, 475 & 
7000 series scopes. It is permanently attached at the factory, is an option for 10X 
Probes and now for the first, offered on switchable probes. 


PROBE SELECTION CHART (STANDARD ACCESSORIES INCLUDED) 
MODEL | ATTEN. | LENGTH | BWMHz [RISE TIME] LOADING | DC [READOUT] PRICE 
FT. M.| AT-3DB | NS | PF Ma. | MAX 
5103-1K eee) a5 Cs 48 9 28 1 |6oov} No [$6200 
5106-1K 10x | 35 1] 350 1 10 10 | 600v] NO $75.00 
5106-1KRA] 10x | 35 1 | 350 1 10 10 | 600v}] YES | $91.00 


MODULAR SMD PROBE 2500 SERIES 


RA OPTION 


"SNAP ON" LEADS & ACCESSORIES 
ACCESS HIGH DENSITY SMD CIRCUITS 


LIGHTWEIGHT, FLEXIBLE 3 0) 
USE WITH ALL SCOPES 


MADE IN U.S.A. 


150 MHz MODEL SHOWN 


Probe Master’s MODULAR SMD PROBE is an exciting new concept that allows the 
technical user to select any number of accessories and snap them together for 
accessing difficult to reach high density circuitry. 

The Snap-on accessories in the optional “Engineer’s Kit” provides a means for 
connecting directly to ICs, wire-wrap pins, test points, terminals and other miniature 
components. Unlike conventional probes, the Micro-snap aids in eliminating the 
chance of shorting out or blowing costly components, and this means “saving time and 
dollars”. 

This high performance oscilloscope probe is available in 10x models with band- 
widths of 150 or 250 MHz. The 1x model is rated at 20 MHz. Since the input 
capacitance of the 10x probe is less than 14pF, the loading effect to your circuit is 
minimal. The performance characteristics of the Micro-Snap Probe compares with 
probes costing two to three times more. 


PROBE 
(AEE, MASTER ° 
STANDARD ACCESSORIES-(Included With Probe)-PM2568WW 6" Black Wire 
Wrap Lead $3.25, PM2569W 6" Red Wire Wrap Lead $3.25, PM2553TT Trimmer 


Tool $1.00, PM2557MH Micro Sprung Hook $3.90, PM2579MC Minigator Clip 
9 $1.75, PM2580SP Storage Pouch $.70. 


2500 SERIES 
OPTIONAL ACCESSORIES 


| PROBE 
(AZ MASTER® 
REF P/N ITEM PRICE 
A  2566WW 3"WireWrapLd/BIk$ 2.75 
B 2567WW 3"Wire WrapLd/red 2.75 
C 2558PH PicoHookBlack 3.90 
D 2559PH PicoHookRed 3.90 
E  2556PH PincerSprungHook 4.25 
2574EK Engineer Kit 18.00 


(Consists of all Optional Accessories) 


The Readout Actuator (RA) switches the readout on Tek Models 465, 475 & 
7000 series scopes. It is permanently attached at the factory, is an option for 10X 
Probes 


@ TO ORDER CALL TOLL FREE (800) 772-1519 


PROBE SELECTION CHART (STANDARD ACCESSORIES INCLUDED): 


mau le BW MHz | RISE TIME LOADING OC | READOUT PRICE 
MODEL | ATTEN. FT. ns 10X ee MQ | MAX.} AVAILABLE | EACH 


FOR READOUT PROBES ADD $12.00 (ADD RA TO MODEL NUMBER, EXAMPLE 2504-1 RA) 1 0 
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MODULAR SCOPE PROBE 2200 SERIES 


aS: E = = 


MODULAR-THREADED PARTS 

INSTANT, ON-SITE REPAIR $5 G 
READOUT ACTUATOR OPTION 
2 POSITION SWITCH-1X, 10X 


Now, Probe Master offers a modular probe that is available in the following attenuation 
factors; 1x, 10x, 100x, or a 1x/10x, switchable probe. The pencil-slim head with 
threaded connectors allows for instant field repair simply by fitting new parts together. 
There are just five main parts...a Tip, Ground lead, Probe head, Cable and BNC 
connector network. Any of these parts may be instantly changed when necessary. 
Model numbers ending in RA have the actuator pin for automatic scale factoring. 
STANDARD ACCESSORIES-(Included With Probe)-PM1080 Probe Tip $3.75, 
PM1081 6" Gnd. Lead $3.25, PM1075 Sprung Hook $5.20, PM1076 Trimmer 
Tool $.65, PM1077 BNC Adapter $3.30, PM10781.C. Test Tip $1.00, PM1079 Tip 
Insulator $.65, REPLACEMENT CABLES-(Optional)-PM1 104 IX Cable $16.00, 
PM1102 10X & Switchable Cable $18.00. 
PROBE SELECTION CHART (STANDARD ACCESSORIES INCLUDED) 


LENGTH | BW MHz] RISE TIME | LOADING DC | READOUT 
MODEL ATTEN. |FT.  M.| AT-30B ns pF M@ | MAX. | AVAILABLE | PRICE 
SWITCHED 
PM 2201 1X/10X 10/150 30/2 40/18 1/10] 600V N/A $59.00 
PM 2202 1X/10X 10/250 1.2/1.4 |40/18 1/10 | 600V NO $69.00 
FIXED 

PM 2203 1X 600V $36.00 
PM 2204 10X 600V $49.00 
PM 2204RA 15 10 | 600V YES $59.00 
PM 2205 16 10 | 600V NO $59.00 
PM 2205RA 16 10 | 600V YES $65.00 


fpu 2206 [10x [« 12] 100 | 25 Jos 100/600v| N/A __| $89.00) 


150 MHz MODEL SHOWN 


HEAVY DUTY SCOPE PROBE 100 SERIES 


LEAST EXPENSIVE QUALITY PROBE $3 T 


RUGGED TIP (.055" DIAMETER) 

3 POSITION SWITCH-1X, REF., 10X 150 MHz KIT SHOWN 
FOR ALL SCOPES TO 150 MHz 

BREAK RESISTANT CENTER CONDUCTOR 

SHARP, HEAVY DUTY TIP 

The 100 Series Oscilloscope Probe Kit is designed for production test, 


educational use and other applications requiring a durable probe that lasts 
and fits the budget. 


@ TO ORDER CALL TOLL FREE (800) 772-1519 


STANDARD ACCESSORIES-(Included With Probe)-PM1220SH Sprung Hook 
$5.90, PM1221TT Trimmer Tool $.65, PM1222BA BNC Adapter $3.70, PM1223IT 
1.C. Test Tip $1.20, PM1224TI Tip Insulator $.80. 


PROBE SELECTION CHART (STANDARD ACCESSORIES INCLUDED) 
MODEL | ATTEN. ae BW MHZ RISE TIME] LOADING | DC [READOUT] PRICE 
aN Peet [doe he | veh a} 
PM 20 


PM 100 
PM 100A 


PM 100SW ‘5 | 10/100 
PM 100SWA 5 | 12/150 


ENVIRONMENTAL PROBE 150 SERIES 


TESTED AT 95% HUMIDITY & 40°C $4 4) 


RUGGED TIP (.055" DIAMETER) 

2 POSITION SWITCH-1X, 10X 

REMOVABLE GROUND LEAD 

PROTECTED AGAINST NOISE PICKUP & MOISTURE 


The 150 series features the ultra—flexible, durable cable and soft strain reliefs to further 
increase cable life. These probes have withstood 95% humidity at 40° for one week. The 
PM150 has a new switch with self-cleaning contacts. Both switch and compensating screw 
are designed to eliminate noise pickup even on the most sensitive range of the scope. 


STANDARD ACCESSORIES-(Included With Probe)-PM1225SH Sprung Hook 
$5.90, PM1226TT Trimmer Tool $.65, PM1227BA BNC Adapter $3.70, PM1228IT 
I.C. Test Tip $1.20, PM1229TI Tip Insulator $.80. 


PROBE SELECTION CHART (STANDARD ACCESSORIES INCLUDED) 


ATTEN LENGTH | BW MHZ ]RISE TIME | LOADING DC | READOUT | PRICE 
Fae: AT-3DB HS PF Ma. | MAX | AVAILABLE 
12 1 


PM 35 1X 4 3 0 70 1 600V NO $30.00 
PM 150 10X 4 12 175 1.4 12 10 | 600V NO $40.00 
600V NO 


PM 150SW. 1X/10X cy 12 17/175 19/1.4 70/11 1/10 $45.00 


2000 SERIES 


\ 
e 40,000 VOLT PROBE | 5 
e 1000:1 DIVISION RATIO u 
e 300 HZ BANDWIDTH 
e SAFTY BANANA PLUG MODEL PM2004 


The model PM2004 High Voltage Probe is for use with any high impedance measur- 
ing instrument which has an input impedance between 1M OHM and 20M OHMS. 
Maximum input voltage, 40,000 (DC + Peak AC). Input resistance, 1000M OHMS. 
The voltage division ratio is 1000: 1 + / -2% when terminated in 10M OHM, 1000: 1 
+/-5% when terminated in 20M OHM, and 2000: 1 +/- 5% when terminated in 1M 
OHM. Bandwidth, DC to 300Hz. Cable length, 78". Domed hook tip accessory 
included. Probe body length 11 inches. 


¢ 5,000 VOLT PROBE $ 

© 1000:1 DIVISION RATIO 49 

¢ 20KHZ BANDWIDTH 

¢ SAFETY BANANA PLUGS MODEL PM2005 


The model PM2005 is simillar to the model PM 2004 except that it is designed to per- 
form to a higher bandwidth of 20KHZ. It is for use with any instrument having a 10 
megohm input resistance. Cable length 78". Domed hook tip accessory included. 14 


TESTLEAD KIT 2000 SERIES 


48" LONG 


OPTIONAL 
e SAFETY ENGINEERED 
e COMFORTABLE HAND GRIPS 
¢ BELDEN RUBBER COVERED WIRE $1 5.50 
ie KIT PRICE 
|i | pmaoze | pazozs | pazo2s | poe | LEADS ONLY 


EE] rman [-pwaort | esa [ pr 
Hii 


STACKABLE 


Standard Size Standard Size Standard Size Standard Size 
Banana Plug Safety Banana Plug Banana Plug Safety Banana Jack 


This low cost test lead kit combines safety with versatility. Many combinations are 
possible with the screw on adapters. The probe, contoured to fit the hand, is made of 
flame resistant ABS plastic. The 48” long, 18 GA. test leads, are made of top quality 
Belden rubber covered wire, tested to 5000 working volts. 10 AMP rated. 
OPTIONAL 4” EXTENDER TIP-(Fully Insulated)-PM1207 $2.90. 


STANDARD ACCESSORIES-(Included In Kit)-PM1030 Red Sprung Hook $1.50, 

PM1031 Black Sprung Hook $1.50, PM1032 Red Alligator Clip $1.25, PM1033 

Black Alligator Clip $1.25, PM1028 Red Tip Cover $.25, PM1029 Black Tip Cover 
1 ae PM1149 Red Spade Lug $1.25, PM1150 Black Spade Lug $1.25. 


Si 


"SOFTIE" TEST LEAD KIT 2000 SERIES 


OPTIONAL . 
EN 48" LONG 


vane 


IT’S SOFT, IT BENDS 
¢ SOFT, COMFORTABLE HAND GRIPS 
¢ CONFORMS TO THE SHAPE OF YOUR HAND $1 7.50 


KIT PRICE 


Miniature Size | Miniature Size | Standard Size | Standard Size 
Banana Plug Banana Plug Banana Jack Banana Plug 
| Pmizozss | pmzozss | pm2043s | ‘ 


LEADS ONLY 


STACKABLE 
Standard Size Standard Size Standard Size Standard Size 
Banana Plug Safety Banana Plug Banana Plug Safety Banana Jack 


| KIT | pm2ozes | pM20z8s PM2037S PM2027S 


The “SOFTIE” is anew concept that lets you say “goodbye” to hand fatigue and finger 
callouses. A soft probe that bends 90 degrees or more. A probe that conforms to the 
shape of your hand. Many combinations are possible with the screw on accessories 
shown above. The soft flexible probe, bends gently to reduce wear and breakage of 

the lead. Leads 48" long, 18 GA., rubber covered wire (tested to 5000 working volts). 

10 AMP rated. OPTIONAL 4" EXTENDER TIP-(Fully Insulated)-PM1207 $2.90. 
STANDARD ACCESSORIES-(Included In Kit)-PM1030 Red Sprung Hook $1.50, 
PM1031 Black Sprung Hook $1.50, PM1032 Red Alligator Clip $1.25, PM1033 
Black Alligator Clip $1.25, PM1028 Red Tip Cover $.25, PM1029 Black Tip Cover 
$.25, PM1149 Red Spade Lug $1.25, PM1150 Black Spade Lug $1.25. 16 


MINIATURE TEST LEADS 2000 SERIES 


44" LONG 


e MINIATURE SIZE 

@ REACH INTO SMALL AREAS 

e LIGHT WiEGHT $ 

e BELDEN RUBBER COVERED WIRE | 7.50 


e 4" LONG PROBE HANDLE 
e HANDY STORAGE POUCH 


Miniature Size | Miniature Size | Standard Size | Standard Size 
Banana Jack Banana Plug Banana Plug Banana Jack 


STACKABLE 
Standard Size Standard Size Standard Size Standard Size 
Banana Plug Safety Banana Plug Banana Plug Safety Banana Jack 


The above test leads are high quality replacements for use on FLUKE, SIMPSON, 
DATA PRECISION, WESTON, TRIPLETT, and other fine instruments. Each part 
number is for a pair of leads (one red & one black). Banana jacks and plugs are rated 
at 10 AMPS for standard and 6.5 AMPS for miniature. 


MODULAR TEST LEAD KIT 2000 SERIES 


¢ SAFETY SHROUDED BANANA PLUG 

¢ MEETS OSHA, ULL. LISTED $2 ) 
¢ BURN RESISTANT, SOFT SILICONE CABLE 

e SAFETY ENGINEERED KIT PRICE 


This modular test lead kit may be used in a wide variety of applications. The two 59" 
long cables are terminated on both ends with banana plugs, and retractable safety 
sleeves. Maximum voltage rating 2000V RMS. Maximum current 20 AMPS. 


STANDARD ACCESSORIES-(Included In Kit)-PM2051P Red Probe $2.50, 
PM2052P Black Probe $2.50, PM2053SH Sprung Hook $5.75, PM2054SH 
Sprung Hook $5.75, PM2055SL Red Spade Lug $1.00, PM2056SL Black Spade 
Lug $1.00, PM2057AC Red Alligator Clip $1.50, PM2058AC Black Alligator Clip 
$1.50, PM2059L Red Lead $9.00, PM2060L Black Lead $9.00. 


PM2000 MODULAR TEST LEAD KIT $29.00 
(INCLUDES ALL STANDARD ACCESSORIES) 


PM2000SS SHORTSET $19.00 
(INCLUDES 2 LEADS & 2 PROBES ONLY) 18 


SMD MODULAR TEST LEAD KIT 


ey 


| Rie NEW! 


This wire wrap jumper kit provides many interconnecting combinations. It is ideal for 
point to point connections on computer backplanes. Each lead is terminated with 
025" FEMALE WIRE WRAP connectors. The kit contains a pincer hook, minigator 
clip, and red and black pico hooks. 


SET OF 5 LEADS 

SET OF 5 LEADS ONLY WITH 4 ACCESSORIES 
PM3606 6" $ 6.90 PM3606A 6" $17.50 
PM3612 12" $ 6.90 PM3612A 12= $17.50 
PM3618 18" $ 7.60 PM3618A 18" $17.50 
PM3624 24" $ 7.90 PM3624A 24" $18.00 


@ TO ORDER CALL TOLL FREE (800) 772-1519 
PM3650 EXTRA ACCESSORY KIT (4EA) $12.00 


~ BNC MODULAR ADAPTER KIT 


Te 


EE. 8%. ae 


This series provides for many interconnecting combinations. It is ideal for adapting 
BNC cables from instruments to SMD circuitry or directly to .025" wire wrap terminals 
on backplanes. The kit contains a pincer hook, minigate clip, and red & black pico 
hooks. Each BNC lead set is terminated with .025" female sockets. 


PM 3701 BNC MALE & BNC FEMALE-KIT $22.50 
(INCLUDES ALL 4 ACCESSORIES) 

PM 3702 BNC MALE-KIT $17.90 
(INCLUDES ALL 4 ACCESSORIES) 

PM 3703 BNC FEMALE-KIT $17.50 
(INCLUDES ALL 4 ACCESSORIES) 

PM 3704 BNC MALE $ 7.50 
(WITH LEADS & WIRE WRAP SOCKETS ONLY) 

PM 3705 BNC FEMALE $ 6.50 


(WITH LEADS & WIRE WRAP SOCKETS ONLY) 


20 


PRECISION BNC CABLE _ 31 30 3300 SERIES 


e PRECISION BNC CONNECTORS 9 
e MOLDED STRAIN RELIEFS From 

e GOLD CENTER CONTACTS 

¢ HIGH INTEGRITY SHIELDING 50 OHM- RGS58 A/U 


& 
75 OHM- RGS9 A/U 
LABORATORY QUALITY CABLES 


Probe Master BNC cables are carefully manufactured to assure the user maximum signal transfer 
with minimum loss per cable foot. Unwanted cross-talk is eliminated while guarding against fields 
of external interference that can distort transfer of test data. Our precision BNC connectors with 
goid flashed center pins assure high fidelity frequency response with low VSWR. The cable is 
designed with low capacitance dialectric insulation that meets the most critical performance 
characteristics required. The soft and flexible strain-relief boots minimize breakage and provide a 
grip point for positive insertion and or removal in the most difficult applications. The boots are 
available in colors upon request. All cables are 100% active and passive tested to assure top 
performance before shipping. Probe Master guarantees the best. 


LENGTH 50 OHM 50 OHM 75 OHM 
(FEET) MALE to MALE MALE to FEMALE MALE to MALE 

MODEL PRICE MODEL PRICE MODEL PRICE 
1 PM3101 $9.00 PM3201 $10.00 PM3301 $12.00 
2 PM3102 9.50 PM3202 10.00 PM3302 12.00 
3 PM3103 10.00 PM3203 10.00 PM3303 12,00 
4 PM3104 10.00 PM3204 10.00 PM3304 12.00 
5 PM3105 11.00 PM3205 10.00 PM3305 14.00 
6 PM3106 11.50 PM3206 12.00 PM3306 14.00 
7 PM3107 12.00 PM3207 12.00 PM3307 15.00 
8 PM3108 13.00 PM3208 12.00 PM3308 15.00 
10 PM3110 14.00 PM3210 12.00 PM3310 16.00 
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GPIB IEEE-488 CABLE 3500 SERIES 


HP-1B, 1EEE-488 FORMATS 5 4 
MULTI-SHIELDED CABLE oe 

MINIMUM EFI/RFI INTERFERENCE 

SIGNAL CLARITY 


FCC COMPLIANCE 


PROBE MASTER’s 3500 Series GPIB cables are quadruple shielded to protect your 
test data from EMI/RFI interference. Our interconnect cables meet all the require- 
ments for signal transmission. Cross talk is minimized and the IEEE specified data 
rate maintained. Each cable assembly is shielded by a non-corrosive metal connector 
housing with both male and female receptables on each end. Designed and manu- 
factured to rigid standards; every assembly is 100% tested to assure you of obtaining 
high signal clarity through error free transmission of buss data. 


CABLE SELECTION CHART 


LENGTH 
MODEL FEET METER PRICE 
3548 1.6 Ee) $ 64.00 
3548-1 3.5 1 $ 66.00 
3548-2 6.6 2 $ 75.00 
3548-4 13 4 $ 79.00 
3548-6 20 6 $ 98.00 
3548-8 26 8 $110.00 


CALL FACTORY “TOLL FREE” FOR SPECIAL CABLE LENGTHS 22 
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TERMINATIONS & ATTENUATORS 


TERMINATIONS 


~— . \. The PROBE MASTER FEED THRU is for terminating microwave, 


| ! pulse or UHF instruments in their characteristic impedance. The 
| | low VSWR, broad frequency coverage, makes them especially 
| | useful for most laboratory and systems applications. 

ipo eet ae: Ee ese 


Fig.K 
Fig.| 
Fig.l 
Fig.l 
Fig.I 


Fig.I 


Fig. J 


@ TO ORDER CALL TOLL FREE (800) 772-1519 


PM1055 50OHM+ 1 OHM 2WATT $25.00 
REPLACES TEKTRONIX P/N O11-0049-01 and H.P. P/N 10100C 


PM1024 50 OHM + 1% 2WATT $19.00 
STANDARD REPLACES TEKTRONIX 011-0049-01 
PM1024A 50 OHM + .1% 2WATT $39.00 
*® PRECISION, NON-INDUCTIVE REPLACES H.P. 11048C 
PM1025 75 OHM + 1% 2WATT $19.00 
STANDARD REPLACES TEKTRONIX 011—0055-00 
PM1025A 75 OHM + 1% 2WATT $31.00 


% PRECISION, NON-INDUCTIVE REPLACES H.P. 11094B 


PM1026 600 OHM + .5% .25 WATT $25.00 


REPLACES H.P. 11095A 


PM1054 50OHM + 1 OHM 5WATT $44.00 


REPLACES TEKTRONIX P/N 011-0099-00 
* PRECISION, NON-INDUCTIVE 


_ Sticrer Fe 1000 SERIES 


ATTENUATORS 


ae see > The PROBE MASTER FIXED ATTENUATOR is a linear 


| passive device that provides a calculated amount of 
| attenuation when inserted in a transmission circuit. 
| Reduction of the signal level occurs without introduction 
—— — & ——-—/ of impedance or phase distortion. These attenuators pro- 


vide excellent performance 


e DC TO 2 GHz 
BNC TYPE e 2 WATT AVERAGE 
e 50 OHM IMPEDANCE 


Fig.H  PM1084 2X  2WATT(6DB+.6db) — $38.00 
REPLACES H.P. P/N 10090A 


Fig. F PM1086 5X 2 WATT (14DB+.7db) $38.00 
REPLACES H.P. P/N 10091A 


Fig.G PM1087 10X | 2WATT (20DB+1.db) $38.00 
REPLACES TEK. P/N011—0059-02 & H.P. P/N 10092A 


@ TO ORDER CALL TOLL FREE (800) 772-1519 


¢ DC TO 12.4GHz 
N TYPE e 2 WATT AVERAGE 
(300 WATT PEAK) 
¢ 50 OHM IMPEDANCE 


Fig. E PM1059 3DB 2WATT $65.00 
REPLACES H.P. P/N 8491A/003 
Fig. D PM1060 6DB 2WATT $65.00 


REPLACES '.P. P/N 8491 A/006 


Fig. B PM1057  20DB 2 WATT $65.00 
REPLACES TEK. P/N 011-0086-00 & H.P. P/N 8491/020 
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BNC ADAPTER KIT 1100 SERIES 


pee PROBE 
VG MASTER? 
LOW VSWR, 1.2 MAX 0 TO 4 GHz 59 


90 OHM IMPEDANCE 
MANUFACTURED TO MIL-C-39012 
COMPACT, LIGHTWIEGHT, 15 0Z. 
HIGH IMPACT, PROTECTIVE CASE 


KIT CONTAINS 

BNC MTO BINDING POST BNC M TO BANANA 

BNC F TO BANANA BNC “T" F/M/F 

BANANA TO CABLE BNC ELBOW M/F 

BNC “T" F/F/F BNC COUPLING F/F 

BNC “T” F/F/M BNC COUPLING M/M MODEL PM1130 


This PROBE MASTER BNC ADAPTER KIT gives you the best combination of most used adapters 
for your interconnect problems. All adapters provide peak performance and are designed to have 
the least amount of reflective josses. VSWR is less than 1.2 max 0 to 4 GHz, but are useable to 11 
GHz derated. The PM 1130 adapter kit is fitted with precision lightweight 50 OHM impedance adap- 
ters manufactured to U.S. MIL-C-39012 and are completely mateable with TEKTRONIX, H.P., AND 
FLUKE instruments. The kit comes in an attractive blue, moisture resistant, high impact cycolac 
case which protects each adapter. The custom foam compartment allows you to spot immediately 
any missing unit. Every engineer, technician and field service specialist will want one. ORDER 
YOURS TODAY. 

CHARACTERISTICS — 500 V Peak Working Voltage, 2000 V Peak Breakdown Voltage, PTFE In- 
sulation, Bayonet Lock Coupling, Temperature Range -55 to +150 DEG C. Bright Nickel Finish. 


25 Silver Contacts, Weight 15 Oz., Case Size 9.5" x 5° x 1.7" 


COAX ADAPTER KIT 


1100 SERIES 


_ PROBE 
(AZ. MASTER® 


e CREATE ANY ADAPTER IN SECONDS 


e MAKES ALL COMBINATIONS OF BNC, TNC, 


SMA, N, UHF, Mini-UHF, F AND RCA 


$150 


@ TO ORDER CALL TOLL FREE (800) 772-1519 


This kit includes male and female connectors of all eight types. Any adapter can be 
created on the spot, in just seconds. Simply screw any combination of 24 connectors 
to one of the 6 Universal Interfaces. No soldering or crimping is needed so connectors 
can be used over and over again in different combinations. All contacts are gold plated. 
Connector bodies are silver plated, machined brass with teflon insulation. The 
zippered, soft leather case protects and organizes the collection. 


6EA. Universal Interface 2EA UHF Male 


2EA. BNC Male 2EA TNC Male 
2EA. BNC Female 2EA TNC Female 
2EA. N Male 1EA SMA Male 
2EA. N Female 1EA SMA Female 


1EA MINI UHF Male 

1EA MINI UHF Female 

1EA F Male 

1EA F Female 

1EA RCA Male 

1EA RCA Female 6 


CIRCUIT MASTER 


Audible Continuity Probe ¢ 1 


USE TO CHECK: 


¢ CONTINUITY MODEL PM 2001 
e AC & DC VOLTAGES 


* RESISTORS - (to 1 meg. ohm) “Safe For CMOS” 


° CAPACITORS - (to 3000 mfd.) 

° DIODES & TRANSISTORS 

¢ COMPARE CIRCUIT RESISTANCES 

¢ SAFE FOR SEMICONDUCTORS & CMOS LOGIC 


(probe current limited to 500 ua.) RESISTANCE 
0 Resistance (probes shorted) = “REFERENCE TONE” 


DC & AC VOLTAGE As resistance goes UP to Imeg ohm, Frequency goes DOWN to 10Hz. 


DC RANGE — 0 to 130 volts MAX 
O volts — “REFERENCE TONE” 
To + 130 volts — Frequency goes UP with voltage 
To- 8 volts —Frequency goes DOWN with voltage 


AC RANGE — 0 to 130 volts MAX. 
Frequency goes UP with voltage, and is an AC modulated tone. 


DIODE ¢ ZENNER e LED e RECTIFIER 

Lt ee: WITH LEADS REVERSED 
eference lone 

Will DIODES 

UBS Hest 1 to 3hz may be heard 

because of leakage. 

RECTIFIERS 

Up to 20hz is acceptable 

of normal leakage. 


CAPACITOR 
NON-POLARIZED CAPACITORS (ceramic, mylar, etc.) 
Less than .0Imfd. — No Tone 


Oimfd. to .Smfd. — One Click 
5mfd. to 3000mfd. — Tone Changes from High Freq. down to 10hz. TRANSISTOR 
POLARIZED CAPACITORS (electrolytic & tantelum) NPN hows) 
Same indications as above if connected this way ai // \ 
If leads are reversed, tone will only go down to + \ 


g TER ONE Gama pon Sta cece dp TRANSISTOR GOOD  — When connected as 


above, and a tone slightly lower than “REF. TONE” is heard, 
TRANSISTOR OPEN — No tone, when connected as above. 
TRANSISTOR SHORTED — If tone is heard when leads are reversed. 


1, Before testing, short capacitor leads together to discharge. 
2. Ceramic capacitors may have buzzing sound depending on leakage. 
3. Capacitor is shorted if “REF. TONE” is heard in both directions. 


The Circuit Master produces a tone that varies with resistance, capacitance, or voltage. May be 
used to check continuity, compare circuit resistances, check capacitors, diodes or LED'S, and 
trace audio signals (up to 1 KHz). Will test live circuits up to 130 VDC or AC (AC is modulated tone 

Because the probe is current limited, it will not generate the high current surges normally pro- 
duced by lamp and buzzer type testers. The probe will not harm any circuit. 9 volt battery included. 


27 Size 7x 1.27 x9" 


LOGIC MASTER 


DIGITAL’ LOGIC PROBE $ 41 


SPECIFICATIONS 
THRESHOLD DTL/TTL CMOS MODEL PM 2002 
Logic 1” - Hi 2.9V 60% 


in MO. s es 
ee est ois Audio/Visual 


INPUT IMPEDANCE-— 60K Ohm 
PULSE DETECTOR-— Asingle + or - transition, or a high e LOGIC “I - RED LED & HI TONE 
speed pulse train triggers a 40 milli- e LOGIC “O” - GREEN LED & LO TONE 


second pulse stretcher 


MAXIMUM INPUT SIGNAL FREQUENCY— 1.5 Meg. Hz ¢ SWITCH FOR MONITORING LO TONE 


INPUT OVERLOAD PROTECTION-— + 50V. continuous, HI TONE OR BOTH 
115 VAC up to 20 seconds 
POWER-— 5 to 15VDC (Reverse polarity protected) ¢ COMPATIBLE WITH DTL, TTL & CMOS ‘ 


SIZE— 6.8" x 1.2” x .9” WEIGHT— 2.5 oz. e PULSE STRETCHER 


crapware LED Indicator 
irks ac ean HiRed o-[se LOn Se) He] 


Red to Green Change HI to LO Change 
Green to Red Change LO to HI Change 


The AUDIO/VISUAL LOGIC MASTER has eliminated the need to continually watch for pulses, + or 
- transitions, or high speed pulse trains. a new concept in logic testing. The model PM2002 is a 
complete tester compatible with DTL, TTL, and CMOS logic. Threshold levels are automatically set. 
Ideal for analyzing logic circuits in computers, telephone systems, digital test equipment and desk 
calculators. Size 7" x 1.2" x 9° 28 
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SUGGESTED REPLACEMENT GUIDE 


SCOPE PROBES SAVE UP TO 50% 
TEKTRONIX 


BW MHz 
pe Attenuation at -3 dB 
P6007 Opt 01 100X Fi 25 
P6007 20 
P6007 Opt 03 100X 15 
P6007 Opt 04 
P6009 Opt 14 100X 4510-2 5 ft | 4910-4 
P6009 
P6053B Opt 01 i 4905-1RA 3.5 ft 
P6053B 4905-3RA 6.6 ft 
P6053B Opt 03 4905-4RA_ 10 ft 
P6062B Opt 01 i 4901-1RA 3.5ft 
4902-3RA 66ft 


P6062B 
P6062B Opt 03 4902-4RA 10ft 


P6063B Opt 01 4901-1RA 3.3ft 


P6063B 4901-3RA 6.6 ft 


P6101A Opt 01 
P6I101A 
P6101A Opt 03 
P6102A 

P6103 Opt 01 
P6103 

P6103 Opt 03 
P6105A Opt 01 35ft 
P6105A 6.6 ft 
P6105A Opt 03 10 ft 
P6106A Opt 01 4905-1RA 3.5 ft 
P6106A 4905-3RA 6.6 ft 
P6106A Opt 03 4905-4RA__ 10 ft 
P6107A 


N/A (1X) 4903-1 3.5 ft 
4903-3 6.6 ft 
4903-4 10 ft 


Yes 4904-3 6.6 ft 
3.5 ft 

No 6.6 ft 
10 ft 


S8glBloatlo ses 


88 


P6108A Opt 01 4904-1 3.5 ft 
P6108A 4904-3 6.6 ft 
P6108A Opt 03 4904-4 10 ft 
P6109 Opt 01 4905-1RA 3.5 ft 
P6109 4905-3RA 66 ft 
P6109 Opt 03 4905-4RA 10 ft 


4904-2RA 5S ft 
P6122 4904-2 5ft 
P6122 Opt 02 4904-3 6.6 ft 
P6122 Opt 03 4904-4 10 ft 
P6130 Opt 01 4905-2RA 5 ft 
P6130 4905-3RA 6.6 ft 
P6130 Opt 03 4905-4RA__10 ft 
P6131 4906-1RA 3.5 ft 
P6131 Opt 02 4905-3RA 6.6 ft 
P6131 Opt 03 4905-4RA__10 ft 
P6133 Opt 01 35 ft 
P6133 66 ft 
P6133 Opt 03 10 ft 
P6133 Opt 25 3.5 ft 
P6134 4 3.5 ft 
P6135 
P6136 
P6136 Opt 25, 
P6137 
P6149A 


S ft 
10 ft 


4t 


3.5 ft 
10 ft 


6 tt 
3.5 ft 
6 ft 
6 ft 
3.5 ft 
6ft 
3.3 ft 
6.6 ft 
3.3 ft 
6.6 ft 
3.3 ft 
6.6 ft 
3.3ft 
6.6 ft 
9.8 ft 


6 GOOD REASONS - 


TO BUY FROM PROBE MASTER 


QUALITY — 8 YEARS OF INNOVATIVE PRODUCTS 
IMMEDIATE DELIVERY — WITHIN 24 HOURS IF DESIRED 
FREE TECHNICAL SUPPORT — BEFORE & AFTER THE SALE 
LOWEST PRICES — FOR COMPARABLE PRODUCTS 

SINGLE SOURCE — FOR PROBES AND ACCESSORIES 
SATISFACTION GUARANTEE — 


TO ORDER (619)560-9676 
Bate roL REE: Oe ten 
FAX (619)560-7354 


TERMS — 2% 10 DAYS; NET 30 ON OPEN ACCOUNT. ARRANGE 
CREDIT WITH OUR FRIENDLY FINANCE DEPARTMENT. 

WE ACCEPT — VISA, MASTERCARD OR COD 

FREIGHT — ALL SHIPMENTS F.0.B. SAN DIEGO, CA. 
ALL ORDERS SHIPPED UPS GROUND UNLESS OTHERWISE 
SPECIFIED. 

PRICES — SUBJECT TO CHANGE WITHOUT NOTICE. 


“The Probe Master Tradition” 


For years Probe Master has been meeting the needs of customers 
demanding quality probes at a modest price. 

Whether it is any number of specialty probes, test leads, attenuators or 
terminations, the craftsmanship of each reflects the durability inherent in the 
company name. 

That kind of workmanship has earned us a reputation for excellence. It is a 
reputation of which we are proud and one which we continuously protect by 
insuring that every product is made to those same exacting standards. Quality 
at quantity prices, provides savings for all. Quality has been our guideline 
since our inception. And; you can be sure it always will. We call this customer 
concern. 

We promise to provide the electronics community with high performance 
probes and accessories at modest prices. 

We offer you a selection of probes, leads, and accessories so extensive we 
feel we’ve got just the kind you need. 

If we don’t please call us Toll Free (800) 772-1519 and tell us what you’re 
looking for. Our engineering people will do their best to solve your particular 
application. 

Probe master provides the qualified user with rugged, reliable and 
reasonable products, designed with safety in mind. 

Probe Master does not assume responsibility for improper usage resulting 
in personal injury or damage to ancillary equipment or surrounding property. 


PROBE © 
[EBON PEAS HERR unc. 4898 RONSON CT. SAN DIEGO, CA 92111 


AuAWD = 
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| PROBE ° 
AEG, PA ASHER wc. 


4898 RONSON CT. 
SAN DIEGO, CA 92111 


TOLLFREE 
(800) 772-1519 


